Abstract -In the last two decades, microwave imaging methods for early detection of possible tumors have received ample amount of attentions. As a non-ionizing radiator, the microwave imaging has a definite advantage over X-ray mammography which is currently the main method of breast cancer diagnosis. This paper presents a focused synthetic radar imaging approach to detect the possible existing tumors and to clearly identify their sizes and locations to assist the physicians in cancer prognosis. Both analytical and simulation results are obtained for assumed tumors of different sizes and locations. This is done by modeling the breast tissues and the design of illuminating antenna. Finally, the proposed study includes the required design elements of the optimized antenna used for accurately locating the tumors within a minimal margin of error.
Introduction
Breast cancer is a complicated disease with a variety of different causes. According to the International Agency for Research on Cancer (IARC), the Geneva Cancer Registry database, the European Network of Cancer Registries and recent studies, breast cancer incidence among women under the age of forty has been increased dramatically over years [27] . Although more patients are surviving due to early screening tests, breast cancer is the most common cancer worldwide and it has been on the rise for several years. Early screening tests and examinations for breast cancer are vital to find the disease before it starts to cause symptoms.
The X-ray mammography has been proposed as the most approved method of breast imaging. However, it has basic limitations due to the small contrast between the diseased and normal tissue at the X-ray frequencies [2] [3] [4] [5] . During imaging, the breast is compressed in order to create uniformity, otherwise heterogeneous tissue, and to avoid image blurring. This compression causes pain and at least inconvenience that may reduce the patient compliance to safety recommendations. Microwave detection of cancerous tumors has been of great interest as an alternative or a complementary method to ionizing radiation methods such as computed tomography or mammography. Furthermore, microwave imaging enjoys the advantage of a clear contrast between the healthy tissues and diseased tissues or tumors [6] [7] [8] [9] . Recently, growing efforts appear in the literature for verifying the possibility of microwave imaging of the breast. Two approaches can be identified; the tomographic method that involves inverse scattering technique [11] and the confocal imaging that is based on the concept of synthetic radar imaging [17] [18] [19] [20] . The tomographic method uses the backscattered waves in an algorithm to reconstruct an image of the breast, in terms of tissue electrical parameters. The problem is considered an ill-conditioned nonlinear one and normally requires intensive computational work [10] [11] [12] [13] [14] . This is so due to the heterogeneous nature of the breast medium. However some initial successful experimental results appear in [15] [16] . The method of confocal microwave imaging is based on the concept of synthetic radar imaging where the antenna focuses waves on small volume within the breast. This volume is scanned to provide an image of the whole breast volume as studied by [17] [18] [19] [20] . Further studies by [21] [22] [23] [24] confirm the method by simulation and experiment. They also show the robustness of the method to variations of the dielectric properties of the breast tissues. Such variations cause clutter in the received response that can be reduced by the power of focusing.
An attempt to further reduction of such clutter is described recently by [25] who uses a rotating antenna array. Two positions for the breast are used during imaging: the supine position and the prone position [20] [21] [22] [23] [24] . In the supine position the breast is oriented upwards and flattened out. A broadband antenna is placed on top and is fed by a suitable pulse. The return pulse is recorded and the early time response is cancelled since it comes from the skin layer. The response is taken at different antenna positions. Signal processing is then used, as in synthetic aperture radar for constructing an image. In the prone position, on the other hand, the breast is oriented downwards and therefore it resembles a cylinder. Again an antenna is placed on the cylindrical surface to send a broadband pulse. The return pulses for different antenna positions are used to image the breast. Figure 1 is a graphical representation of the human breast structure, antenna orientations and the breast tumors with different sizes and locations. In this paper, we apply a focused synthetic radar imaging approach for the detection of the possible existing tumors. This is to assist the physicians in cancer prognosis to clearly map and detect the tumors locations and their sizes. The compact antenna used here is based on optimizing our previously designed antenna [1] . It shows that the optimum frequencies for detecting tumors depend on the tumors' radii and it is recommended that images should be taken at few distinct frequencies in the range 5-7 GHz in order to detect tumors of different sizes.
The paper is organized as follows. Section 2 introduces the optimized antenna design structure and breast modeling. Section 3 presents the obtained simulation results and discussions. Finally, conclusion remarks based on the simulation results is presented in section 4.
Optimized Antenna Design and Experimental Modeling
In general, there are two possible positions for the breast that can be used during the imaging process, the supine position and the prone position. In the supine position the breast is oriented upwards and flattened out, while in the prone position the breast is oriented downwards [17] . Here, we consider breast imaging in the supine position. The breast is assumed as a homogeneous medium having complex dielectric constant with conductivity σ (S/m) and relative permittivity εr. The possible existing tumors are modeled as small spherical like shape inhomogeneity having contrast conductivity σs and relative permittivity εrs. The breast is then modeled as a rectangular box with upper surface coinciding with Z= 0 plane with a width of to 200mm and a depth of 150 mm. Possible tumors of spherical shape with different radii exist at a depth d, i.e, at Z= -d. Using Computer Simulation Technology (CST) Microwave Studio Suite, an antenna is placed with its phase center at the origin of (x,y,z) coordinate system and radiates in the breast medium. While the relative permittivity εr of normal tissues is around 10, that of the tumor is 50. There is also contrast between the conductivities, being about 0.15 S/m for normal tissue and 0.7 S/m for tumors [17] . Table 1 summarizes the conductivity and relative permittivity parameters of the human. The choice of a suitable antenna for breast cancer detection is very crucial matter. The antenna is required to be compact, wide band, low profile, lightweight, and flexible enough to be placed directly on the breast. Table 1 : summarization of the human tissues parameters of the breast and tumors [17] .
Tissue
Conductivity σ (S/m) Relative permittivity εr Tumor 0.7 50 Breast 0. 15 10 Several antenna designs have been proposed for breast tumor detection including the dielectric resonator antenna [22] [23] , the stacked patch antenna [24] , the wide slot UWB antenna [25] , and the flexible bowtie [26] . All of these antennas meet the required traits of a breast tumor sensor. Table 1 illustrates the conductivity and relative permittivity parameters of the human breast healthy tissues and the tumors as described in [17] . For this, a compact flexible bowtie antenna is used in this study as a detective probes handled by the operator. The optimized antenna geometry and dimensions are chosen as in Figure  2 and Table 2 to operate around the center frequency of 5.5 GHz. This frequency is chosen as a compromise between required depth of penetration in the tissues and the existing tumors locations with suitable resolution as described in [1] . The metal body of the bow-tie is printed on two thin flexible dielectric sheets as suggested by [26] and is fed by a microstrip line as shown in Figure 2 . The total thickness of the two dielectric sheets equals 0.1287 mm. The dielectric sheet is 0.05 mm thick and has a relative permittivity of 4. A matching scheme is designed with the feed line as shown in Figure 2 . The resulting reflection loss |S11|, when the antenna is placed on a medium that resembles the breast electrical properties is given in Figure  3 . It is seen that a -10 dB reflection loss or more is secured in the frequency ranges 5.2-6 GHz. Table 2 . The antenna is placed on a medium with the breast-like permittivity. 
Theoretical Analysis
To determine the scattered field from the inhomogeneity of the possible tumors, we assume that the diameters of the tumors are less than the applied wavelength. The incident wave is a single-plane wave focused from the antenna phase center at each position to the tumors centers in the radial coordinate r. With this assumption, the incident radial field can be determined from the sphere center in the form:
where k is the complex wave number and ̂ ( ) is the spherical Bessel function and (1) (cos θ) is the associated Legendre polynomial. The incident radial field in Eq. (1) is also derivable from a magnetic vector potential Ar, so that:
Therefore:
where = − (2 + 1)/( ( + 1)). Similarly, for the radial magnetic field, the incident electric vector potential:
The scattered fields have similar form except that ̂( ) is replaced by the spherical Hankel function ̂( ). The total external field to the sphere is the sum of the incident and scattered fields, formally:
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where bn and cn are the scattered field coefficients. The internal fields inside the spherical tumor, namely:
where again dn and en are the internal fields coefficients and ks is the wave number in the spherical tumor. Applying the boundary conditions to determine the unknown coefficients bn and cn require the continuity of the  and  -field components at the spherical surface r=a. The scattered field external region component is:
here the prime on top of the Bessel and the Hankel spherical functions represents the differentiation with respect to the argument, = / , = , and 
The focused antenna is placed in 17 equi-spaced locations with an increment of Δ =10 mm. The field is normalized relative to the incident radial field, E. The response tends to increase with the tumor radius, but in an oscillatory manner as noted in [1] . It was also shown that the theoretical and simulation results are in good agreements.
Experimental Setup
A practical model to the reality has been developed for simulating the breast tissue and a parametric study has been performed in the presence of multiple tumors in the tissue in which the trajectory of movement of the focused antenna. The designed antenna has be optimized to minimize the operational error in detecting every the tumors based on the finite element analysis of the scattering of the incident wave radiated by a wideband dipole antenna and received by itself positioned the way that satisfies the requirements in the absence of obstacle which is a tumor of any size. As described in the previous section, the critical dimensions of the wideband antenna design have been studied parametrically within the finite element simulations to optimize the contrast of the scattering among the cases of different number of presented tumors. The optimized antenna will be the detective probes handled by the operator in the final fabrication stage of the design. The full threedimensional solver for discrete number of frequency points has been employed to provide the radiation pattern variations in the design process. This is accurately deliver 3D electromagnetic simulations of the frequency using High Frequency Structure Simulator (HFSS), Computer Simulation Technology (CST) Microwave Studio and MATLAB programming. Figure 4 illustrates the general planned process of the experimental setup from the incident field until the image formation of tumors detection.
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Image Reconstruction Algorithm and Evaluation
Since the scattered signal is measured in frequency-domain, hence, a comprehensive signal processing algorithm, namely, the Inverse Fast Fourier Transform (IFFT) has been used to transform the signal to time-domain. The time-domain backscatter signals are analyzed and an artifact removal is being applied using data adaptive algorithm to remove (subtract) the early time artifacts at the received signals of tumors reflection. This is for clearly mapping and locating of the detected tumors and to generate the exact coordinates to be used in the radiotherapy treatments. Figure 5 shows the process of image formation process. The measured data represent the scattered signal received from any position under consideration and the area with tumors and without tumors are subtractions in order to obtain the tumor. Then, the total sum imaging is applied with the consideration of time delay to get the spatial focusing of the backscattered signals for image formation of tumors location. 
Simulation Results and Discussions
The antenna is placed on the breast surface and is fed by a pulse that covers a bandwidth of 500 MHz around 5.5 GHz center frequency. The pulse bandwidth is less than 10% of the center frequency. Within this narrow bandwidth, the breast electrical parameters can be assumed constants and therefore, one can accurately compensate for the propagation effects in the breast. One can apply the pulse at different discrete center frequencies to obtain multi-frequency images for the tumor. The voltage waveform picked up by the antenna is monitored for, say, M different positions of the antenna as it is displaced along the X-axis. To remove the primary pulse and possible reflections from the skin layer of the breast, the average received waveform from the M positions is subtracted from each of the received waveforms. The resulting signals represent the scattered field from the tumor inhomogeneity at the M antenna positions. The next step is to process the M signals so as to synthetically focus the field at an arbitrary point within the breast. This leads to imaging the breast medium. In processing the M waveforms, we have to account for the variations of the antenna radiation pattern at the scanned points. The response obtained from a spherical tumor of radius 6 mm in the X-Z plane is shown in Figure 6 . The breast is modeled as a block of width 200 mm, and depth of 100 mm. The response in Figure 6a is obtained for M=17 positions of the antenna on the Z=0 plane. The contours of constant response levels are shown in Figure 6b . The obtained results in Figure 6 shows an agreement between the peak and tumor location with few millimeters shift Figure 7a ,b show the same response as in Figure 6a ,b, except that multi-tumors are suggested. It is clear from both figures that there is a clear peak response at the exact position and a little shifted depth of the tumor. The resolution may be determined by the region where the response is reduced to 50% of the peak value. For the single tumor of 6mm, the resolution region covers 20 mm about the X position and about 15 mm in the Z-direction. This means that two tumors separated horizontally by less than 20 mm or vertically by 15 mm cannot be distinguished and will show as one tumor. It is interesting to study the reflection level as a function of the tumor radius at a given depth. 
Conclusion
In this paper, we present a focused synthetic radar imaging approach for breast cancer screening using an optimized antenna. The proposed method provides a low-risk tool, non-ionized radiation, for the detection of multiple tumors simultaneously. This is done by modeling the breast as a homogeneous medium, while the tumors are modeled as small spherical inhomogeneity. To clearly map and locate the possible existing tumors, proposed approach is applied using compact antenna. It is demonstrated that the spherical-like tumor can be detected with reasonable resolution using a narrow band pulse of 5.5 GHz center frequency and 0.5 GHZ bandwidth. The simulation results are supported by analytical results where a reasonably good agreement is observed. Finally, the simulation results provide an evidence of detecting the possible existing tumors as small as small (<4 mm) at early stages with a minimal marginal error of a radius of at most 0.5cm from their original locations within the breast phantom.
